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Abstract
Spectral datasets of a watch and a fetal hand have been acquired with the energy-resolving 2D x-ray imaging
detector Medipix. We applied principal component analysis (PCA) to evaluate the spectral information
in the data. PCA is useful as it identifies the relevant information in a few derived variables that account
for most of the variance of the dataset. A scattergram and cluster analysis allow us to group pixels
with similar spectral characteristics. With our data, three derived variables display the most relevant
information of the full dataset which can be represented in one RGB image. We have begun to apply
this method to CT reconstructed slices to separate different materials. Our approach applies PCA to the
energy domain and should not be confused with widely used applications of PCA in pattern recognition
where it is applied to the spatial domain.
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1 Introduction
Most current radiographs are images obtained by
recording the intensity of photons interacting with
an x-ray detector, without recording the energy
or wavelength of the incident photons. In recent
years, attempts have been made to add spectro-
scopic (energy) information to radiographic data.
The presumed benefit of this spectral information
is based on the knowledge of the energy depen-
dency of the transmission coefficient μ(E) for dif-
ferent materials. Therefore with spectral imaging
it is hoped to provide better contrast and novel
information to differentiate materials.
A recently developed method for obtaining spec-
tral information is to use a 2D detector capable of
recording the energy of incoming photons. Medipix-
2 is an example of such a x-ray detector that relies
on advances in CMOS technology enabling the con-
struction of hybrid photon counting detectors. As
a member of the Medipix-3 collaboration, we have
focussed on collecting and analysing data from such
photon processing detectors. In this paper we ap-
ply PCA to 2D data obtained with a Medipix-2
detector with a longer term goal of applying PCA
to 3D spectroscopic data from our CT scanner,
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dubbed MARS (Medipix All Resolution System)
[1].
A traditional technique for obtaining spectroscopic
data is to acquire a series of images from differ-
ent x-ray spectra. Major disadvantages are the
need for multiple exposures and overlapping x-ray
spectra. The most common form of this technique
is to use two different x-ray tube peak voltages.
Therefore, this method is often referred to as ‘dual-
energy’ [2]. It is currently being introduced to
clinical CT scanners by most of the major medical
imaging suppliers. In some non-destructive testing
applications, ‘multi-energy imaging’ describes ac-
quisitions from many different tube voltages. PCA
has been applied to multi-energy x-ray data ac-
quired using these techniques [3].
There are several other ways of analysing spectral
data. Groups within the Medipix collaborations
[4] as well as suppliers of medical x-ray systems [5]
have developed algorithms to reconstruct an image
of the base materials using knowledge about the
materials present in the sample and their energy-
dependent absorption coefficients. Remarkable re-
sults have been achieved in isolating the locations
of contrast agent. Another approach is to look
for weighting factors that optimise the signal-to-
noise-ratio (SNR) and can be used to construct
an optimised ‘energy weighted’ images from the
spectral dataset [6].
The approach we describe in this paper uses PCA
as a way of datamining spectroscopic images. The
goal of PCA is to display most of the variance of the
data in a few derived variables. This enhances the
contrast and at the same time reduces the dimen-
sionality of the data by describing the important
features of the dataset in only a few images that
can be easily interpreted. A brief definition of the
terms will be given, followed by a description how
to apply the method to spectroscopic datasets of a
watch and a fetal hand. A simple method of cluster
analysis will be used to demonstrate that pixels
with similar spectra correspond to regions within
the image containing similar materials. Finally, we
display the relevant information of the dataset in
only one RGB image.
2 Principal component analysis
The goal of PCA is to identify linearly independent
patterns of variance within a data set. According
to I. Jollife [7], the roots of principal component
analysis date back to the late 19th century when
both Beltrami and Jordan independently derived
the Singular Value Decomposition (SVD) in a form
that underlies PCA. However, the first description
of PCA in its modern form was by Pearson in 1901
and later Hotelling in 1933. Therefore it is some-
times referred to as Hotelling transform; another
name is the Karhunen-Loe`ve transform, after Kari
Karhunen and Michel Loe`ve.
One of the first uses in imaging was by Turk and
Pentland in 1991 who applied the method to pat-
tern recognition and coined the term ‘eigenimag-
ing’. Since then it has been used in many fields
ranging from voice recognition to medical imaging,
e.g. [8].
In our case the analysis is performed on acquisi-
tions taken of the same object in different spectral
bands. This is different to applications in pattern
recognition where images of different objects that
vary in spatial configuration are compared.
In the following, the mathematical formulation of
principal component analysis will be described in
order to introduce the notation we use. More de-
tailed derivations and their proofs can be found
in literature, e.g. [7]. A good description of the
application of PCA to multi-energy data acquired
from different x-ray spectra is given in [3].
For every chosen energy, i = 1 . . . k, we measure
an image of p pixels. Each image at a particular
energy is represented by the row vector xi in which
each element xij contains the intensity value of one
pixel where j = 1 . . . p. For spectroscopic x-ray
images there are typically far fewer energy bins
than pixels. That is, k  p.
In order to simplify further calculations, each pixel’s
intensity value is centred by subtracting 〈xj〉, the
average intensity over all energies. Thus




For further evaluation, it is beneficial to combine
all data into one matrix A where each element is
given by aij . In this representation, the jth column
is the centred energy spectrum for the jth pixel,
while the ith row of A is the centred image ai at
the ith energy.
Having established a notation for our dataset, we
can now proceed by performing the relevant steps
for principal component analysis. The matrix of
co-variances for a sample distribution of k centred
images is given by equation 2. It gives a measure
for the linear dependencies amongst the vectors ai.
Its rank, at most k, gives the number of indepen-
dent components within the data [7].
C =
1
k − 1 A ·A
T (2)
It can be shown that the eigenvectors correspond-
ing to the highest eigenvalues of C account for di-
rections of maximal co-variance in the data. When
arranged in decreasing order of eigenvalues λi, the
k eigenvectors ui can be used as base vectors to
transform the data matrix A onto a new coor-
dinate system given by z1, . . . zk as expressed in
equation 3. This vector space can be referred to as
eigenspace.




In engineering literature, the eigenvectors ui are
typically called ‘principal components’, although
Joliffe notes that some authors call zi the principal
component and refer to ui as the vector of load-
ing [7]. We adopt the notation from engineering
literature calling ui ‘principal components’. To
avoid confusion, we name the transformed vectors
zi ‘PC-images’. It is worth noting that zi have a
mean of zero and a variance of λi.
3 Application
Radiographs have been acquired with the energy-
discriminative x-ray detector Medipix-2 [9]. With
almost no dark current and low electronic noise,
this detector shows promising features for imaging
applications. Furthermore, each of the 256 by 256
pixels allows the setting of a lower energy thresh-
old above which photons will be counted. Once
calibrated to a common threshold amongst pixels,
images can be obtained in different energy bins.
3.1 Watch dataset
The first dataset that we used for testing this tech-
nique was a series of radiographs of a watch. They
were obtained with a conventional x-ray tube in 56
different energy bins with the lower energy thresh-
old of the sensor ranging from 15 to 70 keV with a
stepsize of 1 keV.
Figure 1 shows an example of the data. In the
right image, where only photons above 68 keV con-
tributed, the gear-wheels behind the cover are bet-
ter visible than in the ‘broad spectrum’ image on
the left. This is due to the fact that many of
the high-energy photons are transmitted through
dense areas, while low-energy photons are mostly
absorbed. Therefore detecting only high-energy
photons in this case leads to an improved contrast
and better detail recognition.
Figure 1: Spectral dataset counting photons above 15
keV (left) and only photons above 68 keV (right)
We now test if the method of PCA, by aiming at
maximising the variance in the data and at the
same time reducing redundancies, can find such
significant features in a large dataset. Following
the notation introduced in section 2, the centred
data matrix A has a size of k = 56 by p = 256 ×
256 = 216 elements, where p gives the number of
pixels in each of the k images.
Figure 2 shows a plot of the first three derived
principal components. Since the ith element of
each principal component corresponds to the ith
energy bin it is possible to label the x-axis of this
plot with energy. Similarly to the convention in
face recognition we have coined the term “eigen-
spectrum” to refer to these principal components.
Any pixel’s spectrum can be reconstructed as a
linear combination of the eigen-spectra plus the
average spectrum. Three non-noisy eigen-spectra
could be identified which implies that there are at
least three patterns of independent variance within
the spectral data.
According to equation 3, the elements of the ith
eigenvector give a weighting factor for each centred
image which determines its contribution to the ith
PC-image zi.













Figure 2: The first three eigenvectors
The 216 elements of the vector zi can be reshaped
to a 256 × 256 pixel matrix leading to a repre-
sentation of the image in the ith eigenspace, as
can be seen in figure 3. While these images are
closely related to eigenimages commonly found in
pattern recognition they are not identical to them.
In particular, we have centred our data in the en-
ergy domain rather than the spatial domain before
analysing the variance.
Figure 3: the first three PC-images
From the k PC-images, only the first three contain
usable information. The others show a few fea-
tures, but mainly noise. So the high redundancies
of the original 56 images have been removed lead-
ing to a representation of the relevant information
in the first few eigenspace images.
The first PC-image shows a much better signal-
to-noise ratio than any of the single acquisitions.
Looking at the first eigenvector in figure 2 reveals
that all original images have almost equally con-
tributed to this component which leads to a reduc-
tion of the statistical noise.
Each eigenvector is by definition linearly indepen-
dent and therefore the PC-images highlight sub-
tle changes in the dataset. Some regions change
their intensity values significantly between two PC-
images while the other regions remain at similar
intensities. This can be seen for example in the
darkest region of the first PC-image in comparison
to the third PC-image in figure 3. It highlights the
effect of beam-hardening which is the main differ-
ence that occurs in the whole dataset, as explained
above.
3.2 Cluster analysis of watch data
In order to further investigate differences in the
transformed variables, we plotted the location of
the first three principal components in eigenspace
as a scattergram, as can be seen in figure 4. Each
point represents one pixel, the location on the x-
axis is given by the intensity value of the first PC-
image (left image in figure 3), the intensity value of
the second and third PC-images give the location
on the y-axis and the colour respectively.
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Figure 4: Each datapoint represents one pixels inten-
sity value in PC-image z1, z2 and z3
Most of the variance can be found along the z1
axis, but the second and third PC-images also con-
tribute to a separation of individual clusters. e.g.
separating region ‘2’ from region ‘3’ in figure 4.
Figure 5: colour map of identified clusters
The identified clusters can each be given a colour
and then combined in a single image, as in fig-
ure 5. Each cluster represents a group of pixels
that have similar spectra. It is a non-trivial result
that clustering in eigenspace leads to a grouping
of neighbouring pixels. As can be seen from the
example of region ‘2’ (green) and ‘3’ (red), areas
that could not been distinguished from any single
images of the unprocessed dataset, can now be sep-
arated. Furthermore, we have demonstrated that
at least three patterns of variance are contained
within the spectral data.
3.3 PCA of fetal hand
A spectroscopic dataset consisting of seven acqui-
sitions with variation of the lower energy threshold
from 4-27 keV of the hand of a 20 week old misscar-
ried fetus were acquired with an x-ray tube with a
peak voltage of 35 kV. One can see the bones that
are not yet fully developed.
The principal component analysis has been applied
in the same way as described above for the watch
dataset. This time, the first three PC-images have
been combined into one RGB image, figure 6. In
this image z1, z2 and z3 are used for red, green,
and blue respectively.
Figure 6: fetal hand with the RGB colour map given
by the first three PC-images z1, z2 and z3
The representation of the dataset as one RGB im-
age leads to advanced contrast that combines all
relevant information of the dataset. It can clearly
been seen that the bone (blue) has a different en-
ergy respone than the soft tissue (green). The red
area at the top right of the image is thought to
relate to variations in the detector response.
4 Discussion
The technique presented so far has only been ap-
plied to radiographs, therefore it can not be used
to uniquely identify materials, as their thickness
is unknown. Our group has built a computed to-
mographic scanner equipped with the Medipix de-
tector [1] to further investigate the application of
PCA to reconstructed CT slices. Current work
is focused on multi contrast agent recognition of
spectroscopic CT data. The next version of the
Medipix detector [10] will allow simultaneous mea-
surement in up to eight energy bins. Simultaneous
measurements will give identical Poissonian noise
across all energy bins, which will improve PCA.
Another area of investigation is to study the pos-
sibility of identifying principal components (eigen-
spectra) from a small data set and then using these
as basis vector to describe spectra from a larger
data set. Such a method is more akin to the appli-
cation of PCA to face recognition where principal
components are derived using a small training set
of face images. New faces, not from the training
set, are then described as a linear combination
of the principal components. This method would
be particularly help for large 3D data sets, where
applying PCA to the entire dataset would be com-
putationally expensive.
5 Conclusion
First applications of the principal component anal-
ysis to Medipix-2 images included a non-destructive
testing sample (watch) and a clinical subject (fetal
hand).
With an original dataset of images from 56 energy
bins (watch dataset), redundancies were expected.
The PCA method leads to a representation of the
data in three components that span a majority of
the variance. PC-images show improved contrast
and highlight areas where changes in the original
dataset occur. The maximisation of the variance
is even more obvious, when performing a cluster
analysis, where regions of similar intensity in the
original dataset can now be separated from each
other.
RGB remapping techniques can be used to enhance
contrast further and to display the relevant infor-
mation in only one image. Overall, the principal
component analyis is a promising method for en-
hancing contrast in the spectral information. One
major benefit of the method is that it requires no
a priori knowledge of how the spectral information
varies within the data.
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